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These instructions for use must be read before using the abutments of the VULKAN Tissue Care prosthetic system, since they contain essential 
information for their correct use. 
The information collected in these instructions for use is intended for professionals in the implant sector. 
The user must ensure that the selected product is suitable for the intended purposes and procedures. The user is responsible for determining whether 
or not a product is indicated for each patient and each circumstance. 
INDICATIONS. 
Abutments that form the prosthetic system VULKAN Tissue Care are prefabricated components designed for connection to an endosseous implant, 
in order to prepare unit restorations bolted to restore masticatory function and aesthetics. 
The VULKAN Tissue Care prosthetic system is designed and customized for VULKAN Internal Hex Implant Systems. and VULKAN Conical Connetion NP. 
The VULKAN Tissue Care prosthetic system consists of: 
− Tissue Care Abutment 
− Tissue Care Screw (supplied packaged together with the Tissue Care Abutment) 
− Healing Cap 
− Impression Coping 
− Analog 
− Castable 
− Overcasting Abutment (Cobalt Chrome Abutments) 
− Provisional Abutment 
− Clinical Screw 
All abutments of the VULKAN Tissue Care prosthetic system are indicated for use, both in the mandible and in the upper jaw. 
PRODUCT DESCRIPTION. 
The following descriptions are general, for the correct application of the same, it is recommended to be instructed in their use through the courses 
or seminars that the company periodically performs. 
INTENDED USE. 
Tissue Care Abutment: 
The Tissue Care Abutment is designed to connect to the implant at the time of surgery and to form the basis of the prosthetic restoration required by 
the patient. 
The Tissue Care Abutment can also be installed, according to the needs of the treatment or criteria of the physician, once the osseointegration of the 
implant and the healing of the soft tissues have been overcome. 
The Tissue Care Abutment features a range of different transmucosal heights to suit the patient's anatomical requirements. 
The Tissue Care Abutment is presented anodized in pink for an improvement in the aesthetic finish of the rehabilitation. 
The Tissue Care Abutment is made of Titanium Ti6AL4V. 
Tissue Care Screw: 
The Tissue Care Screw is indicated for the retention of the Tissue Care Abutment with respect to the implant. There is a Tissue Care Screw model, for 
each of the transmucosal heights that the Tissue Care Abutment is equipped with and they are presented anodized in different shades to facilitate 
their identification. 
The Tissue Care Screw is customized for each implant system. 
The Tissue Care Screw is made of Titanium Ti6AL4V. 
The Tissue Care Screw must be tightened to a torque of 25 Ncm, manual tightening is recommended by using a torque wrench. 
Healing Cap: 
The Healing Cap is designed to protect the prosthetic connection of the Tissue Care Abutment and the Tissue Care Screw, until the moment of the 
installation of the provisional or definitive prosthesis. The Healing Cap prevents injury to the patient by contact with the edges of the prosthetic 
connection of the Tissue Care Abutment. 
The Tissue Care Healing Cap is made of Titanium Ti6AL4V. 
The Tissue Care Healing Cap must be tightened to a torque of 15Ncm, manual tightening is recommended using a torque wrench. 
Over-tightening can cause the Tissue Care system to malfunction. 
Impression Coping: 
Impression Coping connects directly to the Tissue Care Abutment and is used to transfer the location and orientation of the Tissue Care Abutment 
connection to a laboratory model. Impression Coping is individualized for each implant system. 
Impression Coping is used using the open tray technique. 
The Impression Coping and the corresponding screw are made of Titanium Ti6AL4V. 
Analog: 
The Analog of the Tissue Care Abutment is indicated as a substitute for the set consisting of the implant and the Tissue Care Abutment and allows the 
preparation of the laboratory model. 
The Tissue Care Abutment Analog is used only in the prosthetic laboratory. 
The Tissue Care Abutment Analog is made of stainless steel. 
Castable: 
The Castable Tissue Care is indicated to be the basis for the development of a prosthesis, using the casting technique. 
Castable is used only in the prosthetic laboratory. 
The Castable is made of POM. 
Overcasting Abutment: 
The Overcasting Abutment is indicated to be a support for the fabrication of a prosthesis, using the overcast technique. 
The Overcasting Abutment is made of a metal base and a castable fireplace. 
The metallic base of the Overcasting Abutment is made of Cr-Co and the castable fireplace is made of POM. 
Provisional Abutment:  
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The Tissue Care Provisional Abutment is indicated to be the support of a provisional prosthesis. 
The Tissue Care Provisional Abutment is made of Titanium Ti6AL4V. 
Clinical Screw: 
The Clinical Screw is indicated for the retention of the prosthesis to the Tissue Care abutment. The Clinical Screw is customized for each implant 
system. 
The Clinical Screw is made of Titanium Ti6AL4V. 
The Clinical Screw should be tightened to a torque of 15 Ncm, manual tightening is recommended using a torque wrench.  
Over-tightening can cause the Tissue Care system to malfunction. 
USE PROCEDURE. 
Once the implant has been inserted into the corresponding osteotomy, place the Tissue Care Abutment that will have been previously selected 
according to the patient's needs. 
Tighten the Tissue Care Screw to fix the Tissue Care Abutment to the implant, the Tissue Care Screw must be tightened to a torque of 25 Ncm, manual 
tightening by using a torque wrench is recommended. 
The wrench corresponding to the implant system you are working with must be used, 1.27 mm hexagonal for the Internal Hex system. and Unigrip 
for the Conical Connection NP system. 
It is recommended to check the final seating of the Tissue Care Abutment and the components connected to it by means of radiographs. 
Every time a component is connected or disconnected to the Tissue Abutment it is recommended to verify that there has been no loosening of the 
Tissue Care Screw. 
Healing pase 
Connect the Healing Cap to the Tissue Care Abutment and tighten it to a torque of 15 Ncm, manual tightening is recommended using a torque wrench. 
Impression taking 
Remove the Healing Cap. 
Take the impression, using Open Tray Impression Coping. 
Remove excess impression material and reconnect the Healing Cap. 
Preparation of the prosthesis 
Empty the laboratory model and make the prosthesis according to the type of rehabilitation and the preferred laboratory procedure. 
Once the prosthesis is made, remove the Healing Cap and proceed to its installation. 
Fix the prosthesis to the Tissue Care Abutment using the Clinical Screw, applying a torque of 15 Ncm. Manual tightening is recommended using a 
torque wrench. 
After 30 days, a review is carried out. Screws are tightened with the torque ratchet. 
PRESENTATION OF THE PRODUCT. 
VULKAN Tissue Care prosthetic abutments undergo strict control of the manufacturing, verification and cleaning processes before being packaged. 
VULKAN Tissue Care prosthetic abutments are packaged unitary in a non-sterile state. Before placement, the attachments must be sterilized. This 
process will be carried out at the client's facilities. 
To proceed to the correct sterilization of the product, the following instructions must be followed: 
− Extract the product from the container in which it is supplied. This packaging does not allow adequate sterilization of the contained product. 
− Put the product in a container or bag suitable for sterilization and that guarantees non-contamination until its final use. The autoclave steam 

sterilization process is recommended. The recommended parameters according to EN-ISO 17665-1 are: 
Temperature: 134ºC 
Sterilization cycle: 4 ’ 

WARNINGS AND PRECAUTIONS. 
VULKAN Tissue Care prosthetic abutments are single-use products. When the abutment has come into contact with contaminating agents, especially 
blood and saliva, they should not be reused because they do not have full security of eliminating the indicated contaminating agents. Another reason 
for non-reuse would be the possible damages that its geometry may have suffered due to improper use. 
To guarantee a good long-term result of the rehabilitative treatment, it is advisable to carry out a complete periodic follow-up of the patient, as well 
as inform him of the proper oral hygiene procedures. 
Due to the small size of the VULKAN Tissue Care prosthetic abutments, the necessary precautions must be taken to avoid swallowing or aspiration by 
the patient. 
When modification of the prosthetic abutment is required for proper adaptation to the needs of the patient, due attention must be paid to protecting 
the prosthetic connection of the abutment to maintain the correct fit of the abutment. 
Products should be used only for the function for which they were specified. It is essential to use the appropriate products for each type of implant, 
to do this consult the product catalogue. 
CONTRAINDICATIONS 
The use of VULKAN Tissue Care abutments is contraindicated in: 
− Patients who do not meet the medical conditions to undergo an oral surgical process. 
− Patients who are allergic or hypersensitive to the material in which they are manufactured. 
Other contraindications are unknown. 
 
LABELING SYMBOLS 

 
Product reference  

 
Single use, do not reuse 

 
Product batch  

 

Non-sterile product 
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See instructions for use  

 
CE marking and N.B. code 

 
Caution see warnings  

 

Manufacturer 

 
STORAGE 
The product should be stored in its original container in a dry place and not exposed to direct sunlight. 
 
 

 

TITANIMPLANT S.L. 
C. General Manso 28-38, local 4  
Sant Feliu de Llobregat 
08980 España 
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